[Comparison of certain commercial immune plates used for the assay of alpha 1 antitrypsin].
Commercial immune plates for determination of alpha-1-antitrypsin levels were compared. The coefficient of variation of determinations of alpha-1-antitrypsin varied from one lot to another, even for immune plates of the same origin. The consequences of this observation are discussed.